POLICE DEPARTMENT
LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAVASU CITY, ARIZONA 86403-5947

To Whom It May Concern:

| hereby attest that Karl C. E. Dreller is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
Procedures and/or Standard Calibration Check Procedure are a full, true and

correct copy of the original. ,
5 oy
SR ATURE o $z2/0
STATE OF ARIZONA ) R7) 50 00/027

) ss
COUNTY OF MOHAVE )

Subscribed and sworn to before me this A4 day of SEPTEMBEE.
2010 py  CARLA  Dukete

Opido. Bsie

NOTARY PUBLIC

G- 24O
DATE

Commission expires: 3|24 [201%

CARLA DUARTE
Notary Public - Arizona
Mohave County

My Comm. Expires Mar 29, 2013

Area Code 928

Administration .........coceeeeeeienns 855-4884 Fax #'s EMBrgency ... uwsusussinsisa
Business Office .......ccocvveeeenns 855-1171 Administration ...........ccecoevevene 680-5430 Non-Emergency Dispatch/ .....
Investigations .........ccccceevenne 855-5775 Business Office ...................... 680-5431 TDD

..................................... 855-0515 Investigations/Patrol .............. 680-5432 Havasu Silent Witness
E-mail: police @ci.lake-havasu-city.az.us

855-4111
855-4114
854-TIPS



EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST [(@4%_'/2 7/13/ _ AGEN(—'\'/WE/%f_ﬁJK 477 /gﬂ; Q’//"'

DATE L8220 - T™ME_ S¥Oo¥
INTOXILYZER SERIAL # 5O 80D /02F  LOCATION L4E LD ﬂf({d_

1. Ensure that gas tank is attached to instrument and contains a standard alcohol concentration solution ./# AC.
OR

Pour a standard alcohol concentration solution
simulator. Ensure that a tight seal has been made. Turn on the simulator and allow temperature to reach 34°C +

0.2°C

Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
3. Go to the “Control Testing Menu™. Select “D™ for dry control test or “W" for wet control test. Afler selection is
made press ENTER.

Air blank completed.
. Calibration check completed. Test results 0. 057

Air blank completed.
Remove printed record. Attach the record to the completed checklist.

AC, into a clean dry simulator and assemble the

AC.

7.

AL 2Ty
A 2zecen_F72/

DPS Form Exh G-2 (Rev 05-01) .
VR

SIGNATURE




14:04:4¢

Standard Lot#: 712522

Last Changed By: K. [ $1.21
OAS: K. DRE #1at

LAKE HAVASU P

Operator: K. £ i

LAKE HAVASU CITy P

Tast g/210% T ime

Bir Elank G000 14:06:
0.100 Cal Checl 0.099 14:06:2
Alr Blank 0.000 1d:06:54




EXHIBIT G-4
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A A.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST A@tﬂf;fz_w 2/ AGENCY /&@a&vﬁee L0

DATE  O¥2A/0 IRV /o A
LYZER SERIAL# F©@ OO/O2F  LOCATION _ _f% /%) %4/

isplay Reads “PUSH BUTTON TO START"

INTO

STIC TESTS
Clock time check.
. . Date check.

TIONAL TESTS
. Alcohol-free subject test result O.W AC.
2. Error recognition logic system functioning.
Not a Successfully Completed Test Sequence printed
. Proper sample recognition system.

Not a Successfully Completed Test Sequence printed
Deficient sample printed.

. Standard Calibration Check standard O.M_M_AC. Result Oﬁd? 2 Z AC.

Instrument is operating properly and accurately.  YES NO

COMMENTS

SIGNATURE

Al Yreecerz Frz)
* DPS Form Exh G4 (Rev 05-01) 0’,7_“.77‘/5-



INTOXILYZER 8000
Location: LHCPD MAIN JAIL
Serial Number: 80-00102%G
Core Version: 8105.48

08/27/2010 14:14:02
Standard Lot#: 712322

Last Changed By: K. DRELLER 121
QAS: K. DRELLER #iz21

LAKE HAVASU CITY PD

Operator: K. DRELLER t121
LAKE HAVASU CITY PD

Subject: SQOAP,FREE
DOB: 08/27/2000
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/210L o Time

Air Blank 0.000 14215319
Diagnostic Test Pass 14:15:53
Air Blank 0.000 1l4:16:21
0.100 Cal Check 0.099 14:16:41
Air Blank 0.000 143173141
Subject Test 0.000 14:17:32
Air Blank 0.000 14:18:00
Wait ABT*

Air Blank 0.000 14:18:37

*Sequence Aborted

Not a Successfully Completed Test Sequence
A



[NTOXILYZER 8000

Location: LHCPD MAIN JATL
Seorial Number: 0-001029
Core Versiol Q105,48
G8/27/20140 14«14:202
12322
;

Standard Lot#g: 71
}

Last Char

OAS: K. DRELLER 121
LAKE HAVASUD CITY PR

3 12 g i R §
Omerator: K. DRELLER g1z

LAKE HAVASU CITY DD

Subiject: SOAP,FREE
OB: 08/27/2000

Sex: M

=il
(e

Weiaght: 121

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 14:15:19
Diagnostic Test Pass 14 3155538
Alir Blank 0.000 14w 1621
0.100 Cal Check 0.099 fd:10:41
Air Blank 0.000 Jdmd d s Lk
Subject Test 0.000 14:17:32
Air Blank 0.000 14:18:00
Wait ABTH

aAir Blank 0.000 14:18:37

*Sequence Aborted

Not a Successfully Completed Test Sequence

124




(ZER 8000

LHCPD MAIN JATL
) 162

mper: 80-001029

reion: 8105.489
Gg/27/2010 14:14:02
Standard Lot 712322
Last Changed By: K. DRELLER >
0OAS: K. DRLELLER F121
TLAKE HAVASU CITY FD
Operator: K. DRELLER #121
LAKE SO CITY PD
Subject: SOAP,FREE
DOB: 08/27/2000
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/2
Air Blank 0.0
Diagnostic Test rass ldizls 1 B3
Air Blank 0.000 14:16:21
0.100 Cal Check 0.099 14:16:41
Air Blank 0.000 14:17:11
Subject Test 0.000 14:17:32
Air Blank 0.000 14:18:00
Wait ART*

Air Blank 0.000 14:18:37

*Sequence Aborted

Not a Successfully Completed Test Sequence/é;>
74

7




INTOXILYZER 8000
Location: LHCPD MAIH JAIL
Serial Number: 80-001029

Core Version: 8105.48

08/27/2010 |4:122:17
Standard Lotk: 71
Last Changed By: 21

OAS: K. DRELLER fiZl
LAKE HAVASU CITY PD

Operator: K. DRELLER #1121
LAKE HAVASU CITY PD

Subject: SOAP,BAWT
DOB: 08/27/2000

Sex: M Weight: 12]

Test qg/210L __Time 7
Air Blank TIPS+ 14223:12
Air Blank 0.000 14:23:41

*Improper Sample

Not a Successfully Completed Test Sequence

i



(NTOXILYZER 82000
Location: LACED

¥ g

PDOMATLD

= H H 2 " 5 N & OV 1o
serral Number: H0-001L029
Neln= R 48| | 1)

08/27

Standard Lot#: 7

Last Changed By:

DAS: K. DI

Uperactor: K

LAKE HAVASU CIf

15 Minute Deprivation Period? Yes

Not a Successfully Completed Test Sequenc;f

Alr Blank

*1mproper Sample

Weight

g/2107,

Air Blank

IPS+*
0.000

14



INTOXILYZER 8000
Location: LHCPD

Serial Numbor: =20-001029

Core Versio o AR T
Ou/27/72010 ]
Stand 1 Lot#: 12322
. '] ’ ™, ' A ] 3
ast Changed Ke I 1 R ! i

(0AS: K. DRELLER 121

Operator: K. DRELLER #1213
LARKE HAVASU CITY PD

Subject: SOAP,BAWT
poOB: 08/27/2000
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/210L _ Time
Air Blank IPS*
Air Blank 0.000

,\

43

bl s
(19
(SRS
L
.
B

*Improper Sample

Not a Successfully Completed Test Sequenc/e@



THTOXILYZER 8009

GRAZT/Z000

Bl
. : -
andard Lotf: 712322
DRELLDR 121
E121
Operators X. N
LARKE HAVASU
Subject: St
DOBy 08/27/
Sex: M Weight: 121
15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 14
Alr Blank 0.000 1473

*RF1 Detect

Not a Successfully Completed Test Sequence
ﬂ”




INTOXILYZER
Location:
serial Number:

Core

800¢C
LHCPD

Version: 821
08/27/2010

MAIN
i

JALL

OAS:

K.

DRELLER

LAKE HAVASU CITY PD

Operator:

LAKE HAVASU CiTY

Subject: 3QAP,RFT

DOB:
Sex:

;—a’
e

08/27/2000

M

DRE

LLER

D

15 Minute

........

#121
121

1

L
DT
121

Test

Deprivation Period? Yes

Time

Air Blank
Air Blank

*RFI Detect

Not a Successfully Completed Test Sequenc

14
14

2945

930213

7



o

id 260
Standard Lot#: 712324
Last Changed By: K. DRELLEX

QAS: K. DRELLER k121
LAKE HAVASU CITY FD

‘ator: K. DRELLER

HAVASY CITY I'D

Subject: SQAP,RFL
DOB: 08/27/2000
Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank RFT* 14:29:45
Air Blank . 000 14:30:13

*RF1 Detect

Not a Successfully Completed Test Seguence

44




INTOXILYZER 8000
sns LHCPD MAIN JATIL
Mumber: 30-~001029

L.ocatio

Serial

Core Version: 8105.43

08727/2010 (4:3%:32
Standard Lotd: 712322

Lost Changed by: K. DRELLER L2
OAs: K., DRELLER w121
LAKE HAVASU CITY ED

Operatoer: K. DRELLER 12
LAKE HAVASU CITY PD

Subject: SQAP,DEFGAMP

DOB: 06/27/2000

Sex: M Weight: 121

15 Minute Deprivation Period? Yes

Test g/210L Time

“Air Blank 0.000 14:33:C5
Diagnostic Test Pass 14:33:39
Alr Blank 0.000 14:34:06
0.100 Cal Check 0.100 14:34:27
Air Blank §.000 14:34:56
Subject Test 0.408+ 14:38:04
Air Blank 0.0060 14:38:37
Air Blank 0.000 14:39:05
Subject Test XXX ** 149394551
Air Blank 0.000 14:40:27

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequen:zgg?

7!



INTOXILYZER 800C
n: LHECPD

H FER B

Number:

Sexr

Core Version: 8105

14:31
: 12322
Changed By: K. DRELLE Bl21
P2
Opevator: K. #12
LAKE HAVASU CITY ¥p
Dy s S TP = i T, WITO AR
Subiject: SQAR,DETFSAMP
DOB: 06/27/2000
Sex: M 1 L2

15 Minute Deprivation Period? Yes

Test giglﬂL

Alr Blank 0,000
Diagnostic Test Pass
Alr Blank 0.000
0.100 Cal Check 0.100
Alr Blank 0.000
Subject Test 0.408%*
Alir Blank 0.000
Air Blank 0.000
Subject Test XXX K

+ 39051
Air Blank 0.000 14:40:27

*Deficient Sample
*+Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequenceg
/




INTOXILYZER 5000
Location:
Serial Number:
Core Version:
0B/27/2010

Standard
Last

PULS B}

T onda gl
LocH:

MDET Y R
DRELLER

QAL : K.
LAKE

LHCPD BALN
B0-001G25

310E.

Changed By: K.

HAVASU CITY PD

0 o
SE L

by
% {3

DRELLER

Operator: K. DRELLER

LAKE HAVASU CITY

Subject:
DOB: 06/27/200
Sex: M

15 Minute Deprivation Period? Yes

SCAD, DEFSAME
0

Test

Weight.:

/2 10L

Time

Air Blank
Diagnostic Test
Air Blank

0.100 Cal Check
Alr Blank
Subject Test
Air Blank

Air Blank
Subject Test
Air Blank

*Deficient Sample

**Invalid Sample

0.000
Pass
0.000
0.1C0
0.00G
0.408%*
0.000
0.000
XXX**
0.000

Begin new deprivation period

Not a Successfully Completed Test Sequenj3€;;7’

14:33:05
14:33:39
14:34:006
14:34:27
14:34:56
14:38:04
14:38:37
14:39:05
14:39:51
14:40:27

€12
§123
#121

74



EXHIBIT G-2
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA SPECIALIST M 04949_4352/_ _ AGENCY Qféﬁéf@r‘?é?&/t

DATE _ OF2F/0  nMme_ 197/ S
ILYZER SERIAL# 5O OO/ 027 )*LO('AHUN,7,(&/(1?_&/1//1/41%7 s

1. Ensure that gas tank is attached to instrument and contains a standard alcohol concentration solution ./@_,\(‘_
OR

INTOX

Pour a standard alcohol concentration solution AC, into a clean dry simulator and assemble the

simulator. Ensure that a tight seal has been made. Turn on the simulator and allow temperature to reach 34°C +

0.2°C
. Intoxilyzer 8000 display reads “PUSH BUTTON TO START"
Go to the “Control Testing Menu™. Select *D" for dry control test or “W" for wet control test. After selection is

made press ENTER.
. Air blank completed.
. Calibration check completed. Test results O.ﬂ%VAC.

. Air blank completed.
. Remove printed record. Attach the record to the completed checklist.

SIGNATURE , -2
teree s /21

DPS Form Exh G-2 (Rev 05-01) D
EeTec; s Ve
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